
 
HCG Pregnancy Rapid Test Dipstick (Urine) 

Package Insert For Self-testing 
REF FHC-101H English 

【PRINCIPLE】 
HCG Pregnancy  Rapid Test Dipstick is a rapid, one-step lateral f low immunoassay  in dipstick f or the qualitativ e detection of 
human chorionic gonadotropin (hCG) in urine to aid in the detection of  pregnancy . The test utilizes a combination of  antibodies 
including a monoclonal hCG antibody  to selectiv ely detect elev ated lev els of hCG. The assay is conducted by placing dipstick 
into the urine, and obtaining the result f rom the colored lines. 
【PRECAUTIONS】  
Please read all the information in this package insert before performing the test. 
•  Do not use af ter the expiration date printed on the f oil pouch. 
•  Store in a dry  place at 2-30°C or 35.6-86°F. Do not f reeze.  
•  Do not use if  pouch is torn or damaged. 
•  Keep out of  the reach of children. 
•  For in v itro diagnostic use. Not to be taken internally. 
•  Do not open the test dipstick f oil pouch until y ou are ready  to start the test. 
•  The used test dipstick should be discarded according to local regulations. 
【MATERI ALS PROVIDED】  
• Test dipstick • Package insert 

【 INSTRUCTIONS】 
1. Urinate into a clean, dry cup or container.  
2. Bring the pouch to room temperature bef ore opening it. Remov e the test dipstick from the sealed pouch and use it within one 

hour  
3. Place the test dipstick into urine f or running (Note: Surf ace of urine sample can't exceed the Maximum line on the lower tape). 
4. Take the test dipstick out of urine sample af ter 15 seconds or keep the test dipstick stay ing in the urine sample, start the timer 

immediately. 
5. Read the result at 3 minutes; don’t interpret the result after 10 minutes. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
【READING THE RESULTS】  
POSITIVE 
Two distinct colored lines appear. One line should be in the control line region (C) and another line should be in the test line 
region (T). One line may  be lighter than the other; they do not hav e to match. This means that y ou are probably  pregnant. 
NEGATIVE 
One colored line appears in the control line region (C). No line appears in the test line region (T). This means that y ou are 
probably  not pregnant. 
INVALID 
The result is inv alid if  no colored line appears in the control line region (C), ev en if a line appears in the test line region (T). You 
should repeat the test with a new test dipstick. 
【LIMITATIONS】  
There is the possibility that this test dipstick may produce f alse results. Consult y our phy sician bef ore making any medical 
decisions. 
1. Drugs which contain hCG (such as Pregny l, Prof asi, Pergonal, APL) can giv e a f alse positiv e result. Alcohol, oral 

contraceptiv es, painkillers, antibiotics or hormone therapies that do not contain hCG should not aff ect the test result. 
2. Very  dilute urine specimens, as indicated by a low specif ic grav ity, may  not contain representativ e lev els of  hCG. If pregnancy 

is still suspected, a f irst morning urine specimen should be collected 48 hours later and tested. 
3. Very  low lev els of  hCG (less than 50mIU/ml) are present in urine specimens shortly  after implantation. Howev er, because a 

signif icant number of f irst trimester pregnancies terminate f or natural reasons,1 a test result that is weakly  positive should be 
conf irmed by retesting with a f irst morning urine specimen collected 48 hours later. 



 
4. This test may produce f alse positiv e results. A number of conditions other than pregnancy , including trophoblastic disease 

and certain non-trophoblastic neoplasms including testicular tumors, prostate cancer, breast cancer, and lung cancer, cause 
elev ated lev els of  hCG.2,3 Theref ore, the presence of  hCG in urine should not be used to diagnose pregnancy  unless these 
conditions hav e been ruled out. 

5. This test may produce f alse negativ e results. False negativ e results may occur when the lev els of hCG are below the 
sensitiv ity lev el of the test. When pregnancy is still suspected, a first morning urine specimen should be collected 48 hours 
later and tested. In case pregnancy  is suspected and the test continues to produce negativ e results, see a phy sician f or 
f urther diagnosis. 

6. This test prov ides a presumptiv e diagnosis f or pregnancy . A conf irmed pregnancy diagnosis should only be made by a 
phy sician af ter all clinical and laboratory  findings hav e been ev aluated. 

【EXTR A INFORMATIONS】  
1. How does the test dipstick work? 
HCG Pregnancy Rapid Test Dipstick detects a hormone in y our urine that y our body produces during pregnancy (hCG-human 
chorionic gonadotropin). The amount of  pregnancy  hormone increases as pregnancy progresses. 
2. How soon after I suspect that I am pregnant can I take the test? 
You can test your urine as early  as the f irst day  y ou miss your period. You can perf orm the test any time of  the day ; howev er, if 
y ou are pregnant, first morning urine contains the most pregnancy hormone. 
3. Do I have to test with first morning urine? 
Although y ou can test at any time of the day , your f irst morning urine is usually  the most concentrated of  the day  and would hav e 
the most hCG in it. 
4. How accurate is the test? 
A clinical ev aluation was conducted comparing the results obtained using the HCG Pregnancy Rapid Test Dipstick to another 
commercially  av ailable urine membrane hCG test. The consumer clinical trial included 608 urine specimens: both assays 
identif ied 231 positiv e and 377 negativ e results. The results demonstrated >99% ov erall accuracy  of the HCG Pregnancy  Rapid 
Test Dipstick when compared to the other urine membrane hCG test. 
5. How sensitive is the test? 
HCG Pregnancy Rapid Test Dipstick detects hCG in urine at a concentration of 25 mIU/ml or greater. The test has been 
standardized to the W.H.O. International Standard. The addition of LH (300 mIU/ml), FSH (1,000 mIU/ml), and TSH (1,000 
µIU/ml) to negativ e (0 mIU/ml hCG) and positiv e (25 mIU/ml hCG) specimens showed no cross-reactiv ity . 
6. What should I do if the result shows that I am pregnant? 
It means that your urine contains hCG and y ou are probably  pregnant. See y our doctor to conf irm that y ou are pregnant and to 
discuss the steps y ou should take. 
7. How do I know that the test was run properly? 
The appearance of a colored line in the control line region (C) tells y ou that y ou f ollowed the test procedure properly and the 
proper amount of  urine was absorbed. 
8. What should I do if the result shows that I am not pregnant? 
It means that no hCG has been detected in y our urine and probably  y ou are not pregnant. If  you do not start y our period within a 
week of its due date, repeat the test with a new test dipstick. If y ou receiv e the same result af ter repeating the test and you still do 
not get y our period, y ou should see y our doctor. 
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