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REF IHI-T402H English 
A rapid test for the diagnosis of Human I mmunodeficiency Virus to detect antibodies to HIV type 1, type 
2 and Subtype O qualitatively in whole blood. serum or plasma.  
For p rofessional in vitro diagnostic use only. 
【INTENDED USE】  
The HIV 1.2.O Rapid Test Cassette (Whole Blood/Serum/Plasma) is a rapid chromatographic 
immunoassay for the qualitative detection of antibodies to Human Immunodeficiency Virus(HIV) type  
1,type 2 and subt ype O in whole blood, serum o r plasma to aid in the diagnosis of HIV infection.  
【SUMMARY】   
HIV (Human  Immunodeficiency Virus) is the etiologic agent of Acquired Immu ne Deficiency Syn drome  
(AIDS). The virion is surrou nded b y a lipid en velope that is de rived f rom the  host cell membrane.  
Several viral gl ycoproteins are  on  the en velope. Each  virus  contains two copies of positive -sense 
genomic RNAs. HIV-1 has been  isolated from patients with AIDS and  AIDS-related complex, and  from  
healthy people with high potential risk for de veloping AIDS.1 HIV-1 consists of Subtype M and Subt ype  
O. Highly dive rgent strains of HIV-1 we re first recognized in 1990 and grou ped pro visionally as Subtype 
O as this variation has similar glycoprotein marke rs to HIV-1 but a slight variation to the p rotein marker.  
Although rarel y compa red to  HIV-1  and HIV-2,  infections caused by Subt ype O have  so fa r been  
identified in Africa (Cameroon ), France and Ge rman y. HIV-2 has been isolated from West African AIDS 
patients and from seropositive asymptomatic individuals.2 HIV-1, HIV-2, and Subt ype O all elicit 
immune responses.3 Detection of HIV antibodies in serum, plasma or whole blood is the most efficient 
and common way to determine whethe r an individual has been exposed to HIV and to screen blood 
and blood products for HIV.4 Despite the differences in their biological characters, serological activities 
and genome sequences, HIV-1, HIV-2, and Subt ype O show stro ng antigenic cross-reactivity.5,6  
The HIV 1.2.O Rapid Test Cassette (Whole Blood/Serum/ Plasma) is a rapid test to qualitatively det ect 
the presence o f antibodies to  HIV t ype  1, t ype  2, an d/or Subtyp e O in whole blood,  serum  or plasma 
specimen.  
【PRINCIPLE】   
The HIV 1.2.O Rapid Test Cassette(Whole Blood/Serum/Plasma) is a qualitative, membrane based  
immunoassay for the detection of antibodies to HIV-1,  HIV-2, and Subt ype O in whole blood, seru m or 
plasma. The membrane is pre-coated with recombinant HIV antigens in the test line regions, T1 and T2. 
The T1 test line is pre-coated with HIV-1 and Subt ype O antigen and the T2 test line is pre-coated with 
HIV-2 antigen. Du ring testing, the whole blood, serum or plasma specimen reacts with HIV antigen 
coated particles in the test strip. The mi xture  then migrates upwa rd on  the mem brane  
chromatographically b y capillary action and reacts with recombinant HIV a ntigen on t he memb rane  in 
the test line region. If the specimen contains antibodies to HIV-1 and/or Subtype  O, or HIV -2, one  
colored line will appear in the test line region; if the specimen contains antibodies to HIV-1 and/or 
Subtype O, and HIV-2 , two colored lines will appear in the test line region. Both indicate a positive 
result. Howe ver,  due to  possible cross-reactivity, HIV-1,  HIV-2  or Subtype O single seropositivity m ay 
lead in some cases to appearance of two test lines. If the specimen does not contain HIV-1, Subtype O,  
and/or H IV-2 an tibodies, no colored line will appear in the test line region indicating a negati ve result. 
To serve as a  procedu ral control, a colored  line will always appea r in the cont rol line region indicating 
that proper volume of specimen has been added and memb rane wicking has occurred.  
【PRECAUTI ONS】   
 For p rofessional in vitro diagnostic use only. Do not use after e xpiration date.  
 Do not eat, drin k or smo ke in the a rea whe re the specimens or test cassettes are handled. 
 Do not use test if pouch is damaged. 
 Handle all specimens as if they contain infectious agents. Observe established precautions against  

microbiological hazards througho ut all procedures and follow the standard p rocedures for p rope r 
disposal of specimens. 

 Wear p rotective clothing such as labo ratory coats, disposable gloves and  eye p rotection whe n  
specimens are assayed. 

 The used test should be discarded according to local regulations. 
 Humidity and tempe rature can ad ve rsely affect results. 
【STORAGE AND S TABILI TY】  
Store as packaged in the sealed pouch eithe r at room  tempera ture o r ref rigerated (2-3 0°C). The test is 
stable through the expiration date p rinted on the sealed pouch. The test must remain in the sealed 
pouch until use. DO NOT FREEZE. Do not use after the  expira tion date.  
【MATERI ALS】  
The s mall pouc h conta ins:  
1. Test cassette 
 
 
 
 
The lar ge pouc h contai ns: 
2. Buffer 
3. Sterile lancet 
4. Alcohol swab 
5. Disposable dropper 
6. Package insert  
7. band-aid  
【DIRECTIONS FOR USE】  
Allow the tes t cassette, spe cime n, buffer, and/or contr ols to equilibra te to room te mpera ture  
(15-30°C) pri or to tes ting.  
Open the small pouch, remo ve th e test cassette and place it on a clean and level surface. Best results 
will be obtained if the assay is performed within one hour.  

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
1. Open the la rge pouch, remo ve the buffe r vial, sterile lancet and other mate rials. Twist off the tab 

of the buffer vial without squeezing. Then place it on a clean and level surface.  
2. Carefully pull off the sterile lancet cap. 
3. Use the pro vided alcohol swab to clean the puncture site. 
4. Push the sterile lancet firmly into the chosen site. Let a large d rop of f ree-flowing blood collect at 

the puncture site. To increase blood flow,  use the thum b and fo refinger to gentl y apply pressure  
around the punctu re site. 

5. Add the blood specimen to  the test cassette using either the disposable droppe r included in the  
large pouch or hanging d rops. 
To use the disposa ble dropper:  
Hold the droppe r ve rtically, aspirate the blood from puncture site and dispense 2 drops of whole  
blood fro m the dropp er in the specimen well (S) on the test cassette, then add 2 drops of buffer  
and start the timer. A void touching the droppe r directly to th e finger.  
OR 
To use hangi ng drops:  
Turn the hand ove r and allow 2 ha ngi ng drops of whole blood to fall into the center of the  
specimen well (S) of t he test cassette. DO NOT TOUCH THE  SPECI MEN WE LL (S) WI TH 
FINGER. Then add 2 dr ops of buffer into the specimen well (S) and sta rt the timer.  

6. Wait for the colored line(s) to appear. Read results at 10 minutes. Do not interpret results after 20 
minutes. 

NOTE:  This test can also be run with serum/plasma specimens according to the following instructions: 
Add 1 drop of serum or plas ma (a ppr oxima tel y 25 μL) to the specimen well (S) of the test cassette, 
then add 1 drop of buffer, and sta rt the timer. Read results at 10 minutes. Do not interpret results after 
20 minutes. 
【 INTERP RE TATION OF RESULTS】  
 POSI TIVE  

Two or three distinc t col ored li nes a ppear. One line should alwa ys 
appear in the control line region (C), and anothe r one o r two ap parent  
colored line(s) should appear in the test line region (s) (T1 and/ or T2).  
The intensity of the color in the test line region (T1 and T2) will vary 
depending on the concentration of  HIV antibodies present in the  
specimen. Therefore, any shade of color in the test line region (T1 
and/or T2) should be considered positive.  

 NEGATIVE  
One c olore d line a ppears i n the control region (C). No ap parent  
colored lines appear in the test line regions (T1 and T2).  

 INVALID  
Control line  fails  to appear. I nsufficient specimen volume or 
incorrect procedural techniques are the most likely reasons for cont rol 
line failure. Review  the p rocedure a nd repeat the  test with a  new t est 
cassette. If the problem persists, discontinue using the test kit 
immediately and contact your local distributor.  

【QUALI TY CONTROL】  
A procedural control is included in the test. A colored line appearing in the control line region (C) is 
considered an internal procedural control. It confirms sufficient specimen volume, adequate membrane  
wicking and correct procedu ral technique.  
Control standards are not supplied with this test cassette; however, it is recommended that positive and 
negative controls be tested as a good laboratory practice to confirm the test procedure and to verify 
proper test pe rforma nce. 
【LIMI TATI ONS】   
1. The HIV 1.2.O Rapid Test Cassette (Whole Blood/Serum/ Plasma) is for in vitro diagnostic use only. 

The test should be used for the detection of HIV antibodies in whole blood, serum or plasma 
specimens only. Neither the quantitative value nor the rate of increase in HIV antibodies can be 
determined by this qualitative test.  

2. The HIV 1.2.O Rapid Test Cassette (Whole Blood/Serum/ Plasma) will only indicate the presence of 
HIV antibodies in the specimen and should not be used as th e sole criteria for the diagnosis of HIV  
infection.  

3. For confirmation, furthe r analysis of the specimens should be performed according to local health 
authorities’ guidelines, such as ELISA and/or Western Blot analysis.  

4. As with all rapid test cassettes, all results must be interpreted togethe r with othe r clinical information 
available to the physician.  

5. This test is intended for screening purposes only. Results should not be used to  determine the  
serotype of HIV infections.  

6. Due to possible cross reactivity, the appearance of lines in both T1 and T2 does not necessarily 
indicate co-infection from HIV-1, HIV-2 and  Subtype O.  

7. If the test result is negative a nd clinical symptoms persist, additional testing using other clinical 
methods is recommended. A negative result does not at any time preclude the possibility of HIV 
infection.  

【EXPECTED VALUES】   
The HIV 1.2. O Rapid Test Cassette (Whole Blood/Serum /Plasma) has been  compared  with a  leading 
commercial HIV EIA test. The correlation between these two systems is 99.9%.  
【PERFORMANCE CHARACTERIS TICS】   

Sensitiv ity and Speci ficity  
The HIV 1.2.O Rapid Test Cassette (Whole Blood/Serum/Plasma) has correctly identified specimens of 
seroconversion panel and has been compared to a leading commercial ELISA HIV test using clinical 
specimens. The results show that the relative sensitivity of  the HIV 1.2. O Rapid Test cassette (Whole 
Blood/Serum/Plasma) is >99.9%, and the relative specificity is 99.9%.  

Method  ELISA 
Total Result 

HIV 1.2.O Rapid Test 
cassette (Whole 

Blood/Serum/Plasma 

Results Positive Negative  

Positive 148 2 150 

Negative  0 1728 1728 

Total Result 148 1730 1878 

Relative sensitivity: >99.9 % (95 %CI*: 98.0 %~100.0 %);  
Relative specificity: 99.9% (95%CI*: 99.6%~100.0 %);  
Accuracy: 99.9% (95%CI*: 99.6%~100.0%).      *Confidence Intervals  

Precision  
Intra-Assa y  

Within-run precision has been det ermined b y using 15  replicates of fou r specimens: a negative,  a low  
positive, a medium positive and a  high positive. The nega tive, low  positive, medium positive and high  
positive values were correctly identified >99% of t he time.  

Inter-Assa y  
Between-run precision has been determined by 15 independ ent assays on the same four specimens: a 
negative, a low positive, a medium positive and a high positive. Three different lots of the HIV 1.2.O 
Rapid Test Cassette (Whole Blood/Serum/Plasma) have been t ested ove r a 3-d ay pe riod using 
negative, low positive, medium positive and high positive specimens. The specimens were correctly 
identified >99% of the time.  

Cross-reac tiv ity  
The HIV1.2.O Rapid Test Cassette (Whole Blood/Seru m/Plasma) has be en tested  by HA MA, RF,  
HBsAg, HBsAb, HbeAg, HBeAb, HBcAb, HCV, Syphilis, H. Pylori, MONO, CMV, Ru bella and TOXO 
positive specimens. The results showed no cross-reactivity.  

Interfere nce s tudies  
The following potentially interfering substances were added to HIV negati ve and positive specimens. 
Acetaminophen: 20 mg/dL  Caffeine: 20 mg/dL  
Acetylsalicylic Acid: 20 mg/dL  Gentisic Acid: 20 mg/dL  
Ascorbic Acid: 2g/dL  Albumin: 2 g/dL  
Creatin: 200 mg/dL  Hemoglobin 1.1g/dL  
Bilirubin: 1g/dL  Oxalic Acid: 600mg/dL  
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